These instructions apply to all Sharpsafe containers.
Follow the step-by-step guide below to ensure safe autoclave results.

-------------------------

Do not overfill the container

It is not recommended

to autoclave containers
that are overfilled.

Before inserting into

the autoclave, a visual
inspection should take
place to ensure the
container is not overfilled.

-------------------------

Allow to cool

We recommend that before
removing the container
from the autoclave, the
product is allowed time to
cool to preventing handling
the container when the
plastic could be softened.

-------------------------

Do not permanently close the
container

Most Sharpsafe® products

are airtight when permanently
sealed. We strongly recommend
that final closure is not
activated to prevent a build
up of pressure.

Products should ideally be
placed into the autoclave with
the closure shields in an open
position.

-------------------------

Inspect the container

Before removing the container
please conduct a visual
inspection to ensure
containers integrity.

-------------------------

Autoclaving temperatures

All Sharpsafe® containers
can be autoclaved safely
at 134 °C at 20 P.S.I for

18 minutes. Please be
advised some temporary
softening of the plastic may
occur.

Final closure

Before disposing, put the
container into final closure.
Only activate final closure
once the container has fully
cooled. The container is now
ready for disposal.




